Consisting of a 1 m long piece of 0.5 mm diameter platinum wire, SRM 1967a (Pt67a) meets the requirements for a thermoelectric reference material for temperatures from 196 °C up to approximately 1700 °C. We have tested the thermoelectric emf of four SRM 1967a cuts versus five cuts from the prior reference standard SRM 1967 (Pt67) lot.
Introduction
Thermocouples, composed of two dissimilar metals (i.e. 'thermoelements') joined at one end, have numerous applications as one of the most common industrial temperature sensors. When the joined end is placed in the thermal zone to be measured, and the unjoined ends are maintained at a reference temperature, a thermocouple generates a net thermal electromotive force (emf) across the wires. In the case where no electrical current flows through the thermocouple, the emf is equivalent to the voltage measured across the thermocouple.
Practical thermocouple thermometry involves the use of many different combinations of dissimilar metals with standardized emf values specified as functions of temperature [1] . The use of a single pure metal thermoelement to serve as a common reference, or 'thermoelectric standard', for all standardized thermocouple materials enables the emf standardization to be established with the greatest degree of reproducibility from one lot of material to another. Platinum has long served as the best choice for a thermoelectric standard for several important reasons. Platinum resists oxidation over a broad temperature range, is readily purified, and has a melting point (1768 °C) high enough to cover most of the range useful for thermocouple measurements.
An ideal platinum thermoelectric standard would have no impurities. Such a standard would be repeatable from cut to cut and have a well-defined chemical state. In practice impurities are unavoidable, but when the concentrations are low their influence is tolerable and a sufficiently high-purity thermoelectric standard conveys the necessary degree of reproducibility for standardization. Another advantage, which is not as obvious, is that a highly pure wire cut will remain thermoelectrically more homogeneous along its length after exposure to heat during annealing or use. This is important since an inhomogeneous distribution of impurities (i.e. 'inhomogeneity') along the length of a thermoelement will alter its thermoelectric emf. Furthermore, the presence of a temperature gradient in a region of a thermoelement with otherwise homogeneous impurities will over time induce an inhomogeneous distribution of those impurities within the thermoelement [1] .
Standard Reference Material (SRM) 1967a is a high-purity (approximately 99.999 % by mass) platinum wire, 0.51 mm in diameter and 1 m long, suitable for use as a standard reference thermoelement for calibrations of base and noble metal thermocouple materials in the temperature range 196 °C to approximately 1700 °C. Standardized emf values versus temperature, based on the International Temperature Scale of 1990 (ITS-90) [2] , are given in NIST Monograph 175 [3] .
The common designation of 'Pt67' is synonymous with SRM 1967; similarly, SRM 1967a may be referred to as 'Pt67a'. The thermoelectric values obtained for Pt67a as a sampled lot of material are certified by NIST relative to Pt67 based on NIST comparisons described in this report. Within a specified uncertainty, we find that the new Pt67a wire is thermoelectrically equivalent to the old Pt67 wire and no correction is necessary. The degree of equivalence is described in section 4 and the relevant uncertainties are discussed in section 5. For a given sample of SRM 1967a, it may be slightly thermoelectrically positive or negative relative to a given sample of SRM 1967. In certain cases, therefore, we recommend that results obtained by a user for a specific sample of Pt67a be corrected to the values that would have been obtained using a specific sample of Pt67 wire as a reference. The conventional practice for making such a correction is described in section 6. SRM 1967a is highly pure, but it has not been prepared with as much care as the original lot of Pt67, due to economic constraints. While the two lots of material are thermoelectrically indistinguishable, other types of measurements that may readily reveal significant differences are possible. Examples of such measurements are the resistance ratios presented in section 7. Given the limited amount of samples examined, however, those data are not included as certified values. In the Appendix, we discuss non-certified values for the chemical impurity concentrations found in a single sample of SRM 1967a.
SRM 1967 replaced the former standard, Pt-27, which was used from 1922 until January 1973. The high-purity platinum standard reference material SRM 680 was issued in 1967 by the NBS Office of Standard Reference Materials [5] and provided the basis for Pt67. More specifically, Pt67 was a selected, highly homogeneous portion of the former chemical composition standard, the SRM 680. That SRM was also in wire form, but was provided in short lengths only and with certified impurity concentrations. The portion of SRM 680 which had been set aside for thermoelectric use was later recertified in 1977 as SRM 1967 and disseminated in 1 meter lengths. The historical development of Pt67, its characterization, and properties are described in NBS Special Publication 260-56 [6] .
A set of comprehensive studies on the thermoelectric effects of impurities on platinum [7] , [8] , [9] confirms Cochrane's [8] hypothesis that, "…the effect of an individual impurity on the emf of platinum was essentially linear, and that the total effect of impurities was simply additive (or subtractive in the case of gold) of the effects of the individual impurities".
The effect of any atomic impurity does depend on the chemical state of the impurity; for example, silicon in solution has a large effect, but silicon in the form of silicon dioxide is largely inert. For high-quality platinum wire, iron is often the impurity with the greatest impact on the thermal emf, but this element's contribution to EMF is likewise sensitive to the oxidation state.
A platinum thermoelectric standard has several established uses:
1. A reference standard for the calibration of platinum working standards. In practice, it is often cost effective to compare a second lot of platinum wire to SRM 1967a, and use this second lot as the working standard. For users performing frequent calibrations, this practice reduces the need for a large number of SRM 1967a cuts, and reduces the risk of contaminating the SRM 1967a thermoelement with extensive use. SRM 1967a meets the requirements for a thermoelectric reference material for temperatures from 196 °C up to approximately 1700 °C. Above 1100 °C, the results are based on extrapolation, and our knowledge of the emf variability of the lot is limited. On the other hand, measurements above 1100 °C are subject to larger uncertainties and the possible lot variability is still much less than the likely other uncertainty components. Below 50 K, the properties of platinum become sensitive to the composition and level of impurities, and SRM 1967a is not recommended.
Preparation for thermoelectric tests
The wire used for SRM 1967a consisted of 32 m of 0.51 mm diameter platinum wire. The wire was obtained from a commercial precious metals refiner as a single continuous draw of wire on a single spool [10] . We cut 32 consecutive, 1 m lengths of wire to form the set of SRM 1967a cuts. Each cut was packaged in a virgin polyethylene bag. We took considerable care to keep the wire free of contamination, by wearing latex gloves and using Teflon-coated tools for all steps except the wire cutting. The carbide-steel wire cutter was designated for platinum use only. A circular Teflon jig helped us cut the coiled wire into 1 m lengths without straightening the wire. Four of the cuts, (#1, #10, #20, and #30) evenly spaced through the lot, were used as the Pt67a test samples. We also took a set of four, 1 m long cuts from a spool of the original stock for SRM 1967, which formed the test samples for the original Pt67. Ideally, these cuts would be equally spaced throughout the SRM 1967 lot, but only this one spool remained of the available stock, so these wire cuts (#8 to #11) where all contiguous. These four Pt67 samples were labeled A, B, C, and D and the four Pt67a cuts were labeled E, F, G, and H. In later tests, a ninth sample was added, this was cut #7 from our original spool of SRM 1967, labeled Pt67-7, which had undergone extensive annealing during previous use at NIST. We designate this sample as 'Z'. The specific cut numbers and letter designations for each of these nine thermoelements are shown in Table 1 .
Each wire was electrically annealed by the same procedure used for the certification of the SRM 1967 [6] . To ensure that the ends of the wire stayed clean and also reached the full anneal temperature, we welded on short, platinum extension wires to each sample, which were cut off after the annealing process. The wire was annealed for 10 minutes at 1200 °C, cooled over a period of 1 min to 750 °C; held at 750 °C for 60 minutes, and then cooled to room temperature over a period of 1 min.
Single-bore alumina insulators of nominal 99.7 % purity were used to hold and insulate the platinum wires. Prior to use, the insulators were baked in air at 1100 °C for one hour using a commercial 3-zone furnace. We used a platinum pull wire, welded to the end of each test wire, to draw the test wire into the insulator. Coated fiberglass sleeving insulated the platinum wire at the room-temperature end. To form a reference junction, we soldered on a length of copper wire (thermocouple grade, type TP). In order to minimize emf differences between the cuts of platinum, all of the copper wires were cut from the same spool. Finally, all eight of the test samples were welded together with a hydrogen torch to form a common measuring junction. Figure 1 shows the completed junction plus assembly test bundle for the low temperature and three-zone furnace measurements (see section 3). This test bundle was later separated into two bundles for the measurements that took place in a second furnace (see section 3.3). 
Thermoelectric testing
High temperature testing was accomplished using two different tube furnaces and different thermoelement test bundle configurations. Initial tests were conducted using a commercial three-zone tube furnace ('3-Zone') and later tests were carried out using a custom-built silicon carbide (SiC) tube furnace. A type S reference thermocouple was used to determine the temperature in the region of the test bundle junction. Contrary to the standard practice in our laboratory for the calibration of thermocouples, we did not weld a reference thermocouple into the common junction of the test bundles. We reasoned that, on one hand, the emf of SRM 1967a vs. SRM 1967 varies very little with temperature, so an error in knowing the bundle temperature as large as 20 °C would produce only a negligible error in the emf function. On the other hand, incorporation of rhodium into the measuring junction from welding on a type S thermocouple could result in a high sensitivity to the temperature gradients imposed on the measuring junction by the furnace. Since the three-zone furnace had non-uniformities ≲ 2 °C, we could readily use a type S thermocouple located adjacent to the platinum thermoelement bundle as the reference thermometer. Although the SiC furnace is not as uniform along its length as the three-zone furnace, the type S temperature reference was once again not welded to the bundle.
The measurement system consisted of a junction box, a scanner equipped with low thermal-emf relays, and an 8 ½ digit multimeter (DMM) with auto-calibration features. An ice-point (0 °C) reference junction was employed for each Pt thermoelement, allowing all-copper lead wires to connect the individual thermoelectric circuits to the gold-plated copper scanner input terminals.
Methods of data acquisition followed those established for high-accuracy measurements of gold versus platinum thermocouples [11] . Here, we give only a brief summary. Stray thermal emf values from the copper wiring and scanner are corrected by shorting all channels of the junction box and measuring each of the data channels against a channel that remained shorted at all times, which we term the reference short. The average difference of each channel from the reference short is taken as a correction for that channel. Drift in the zero reading of the DMM was corrected by measuring the reference short at the front and back of each set of emf measurements. These corrections were applied to the low temperature measurements and the three-zone furnace and SiC furnace data.
The 0 °C to 1100 °C test data was a combination of separate comparisons made in two separate furnaces with different wire-bundle combinations in multiple experimental runs. Table 1 shows how the nine thermoelements were distributed in each of these runs. The tested wire combinations were chosen with two goals in mind:
• Measure the emf of SRM 1967a versus SRM 1967 in multiple combinations of cuts, and • Measure all wires with respect to one reference wire. By measuring all wires with respect to one common wire, it is possible to determine the emf of any one wire versus any other wire using no more than two pair combinations. 
Three-zone furnace tests
For the first series (circa 2008) of tests in the range 0 °C to 1100 °C, we used a commercial three-zone tube furnace ('3-Zone' in Table 1 ). The furnace active control zones were segmented with heaters in lengths of 152 mm, 610 mm, and 152 mm. The test bundle and type S reference thermocouple were inserted into an alumina protection tube with junctions centered in the uniform zone. The relative emf between various pairs of platinum wires (as discussed below) was tested at room temperature, 200 °C, 450 °C, 700 °C, 900 °C and 1100 °C. Three different runs were conducted, measuring six pairs of wires for each run. These measurements were taken relative to Pt67-8 ('A').
Initial measurements in this furnace revealed spurious voltage signals at temperatures of 900 °C and above. The problem disappeared when the furnace was briefly turned off and was greatly reduced when the alumina insulators were lifted off of the bottom of the alumina protecting tube. This evidence, together with the observation that the severity of the problem increases rapidly at high temperature, suggests that the furnace heater current couples into the thermoelements through electrical leakage in the alumina insulators.
We attempted to obtain data on a rapid cooling (approximately 2 h) of the furnace with no power. In this mode, the ends of the furnace cool faster than the center, and large thermal non-uniformities developed. The emf data showed anomalous behavior at times when the non-uniformities were largest, and we rejected this mode of furnace operation.
We obtained the best data by stabilizing the furnace temperature at each temperature, turning off the furnace, and acquiring data before large thermal non-uniformities could develop. This method was used for all of the three-zone furnace data reported here.
Low Temperature Thermoelectric Testing
Measurements at temperatures below 0 °C followed procedures very similar to those described above, except for the method used to control the test bundle temperature. For tests at 90 °C, the bundle was inserted into a closed-end glass tube, and the tube was inserted into a stirred alcohol bath. A calibrated platinum resistance thermometer measured the temperature. For tests at 96 °C, we inserted the glass tube and test bundle into a dewar filled with liquid nitrogen. The thermoelements were inserted 41 cm into the baths. They were allowed at least 10 minutes to equilibrate before any data was taken. Three different runs consisting of three sets of wire combinations were measured at both temperatures. At least three sets of data were taken for each run and averaged to obtain one measurement for each wire pair per run. As with the three-zone furnace the data was taken with Pt67-8 as the reference wire.
Silicon-carbide furnace testing
In March 2012 new comparison data was taken between Pt67a and Pt67 thermoelements in a SiC tube furnace [12] (see Figure 2 ). The reference Pt wire was an extensively annealed cut of Pt67 known as Pt67-7 ('Z'). Prior to data taking, Pt67-7 was annealed overnight at 450 °C. The thermocouple used as the data taking temperature reference was a type S thermocouple labelled SC-98-Pt. Its measuring junction was located next to the thermoelement bundle's common measuring junction; however, it was not electrically connected to the bundle. Data was taken on March 7, 2012 (SiC-1 data) and April 17, 2012 (SiC-2 data). The two data runs included different thermoelements.
The SiC-1 assembly was a bundle of 5 test wires including Pt67a-1, Pt67a-30, Pt67-8, and Pt67-11 (E, H, A, and D). The SiC-2 assembly included test wires Pt67a-10, Pt67a-20, Pt67-8, Pt67-9, Pt67-10, and Pt67-11 (F, G, A, B, C, and D). Data was taken relative to the reference wire Pt67-7 ('Z' as the negative leg of each pair of wires) in both assemblies. Prior to making measurements a four wire short was applied to the rear input of the DMM. Then the known offset for rear terminal measurements of the DMM were subtracted. Upon completion of the offset adjustment the four-wire short was removed and the leads from the scanner were reattached. Then the internal gain and offset parameters were calibrated for all dc voltage ranges such that the DMM would remain linear and self-consistent with respect to its internal voltage reference. After preparation of the DMM, copper wire shorts were put on each channel of the junction box that was used for measurements. Channel 1 had a permanent short on it (which took account of the non-zero emf generated by the DMM) throughout the measurement cycle. Five sets of short data were taken both before and after the comparison data was taken. The average difference of each channel from the reference short is taken as a short correction for that channel. Only channel 1 was shorted during the data acquisition.
Several sets of data were taken at room temperature. Then the temperature of the furnace was increased to approximately 1064 °C, stabilized, and multiple sets of data were taken. Data was taken at approximately the fixed-point temperatures of gold, silver, aluminum, zinc, and tin.
When the furnace had stabilized at 965 °C, data was taken at various immersion depths to look at homogeneity along the lengths of the wires. Normal immersion depth was 38 cm. Data was taken at the immersion depths of 38 cm, 40.5 cm, 38 cm, 35.5 cm, and 38 cm. The observed differences between the upper and lower limits of immersion were within the limits of reproducibility achieved at the nominal immersion depth of 38 cm as indicated by repeating those measurements between the excursions from the upper to lower immersion depth.
Upon completion of the immersion measurements the furnace temperature was reduced to 810 °C, stabilized, and data was taken. The same procedure was repeated at 660 °C, 422 °C, and 230 °C. Both data runs, SiC-1 and SiC-2, followed the same procedure. 
Data analysis
From routine calibrations in the NIST Thermocouple Calibration Laboratory, we knew that a quadratic function adequately models the differences in emf versus temperature of any two lots of high purity platinum above 0 °C. We had less experience at temperatures below 0 °C and did not wish to constrain the fit. The functional form chosen for the absolute emf of wire i as a function of temperature was:
where t is the temperature on the International Temperature Scale of 1990 (ITS-90) [2] .
For a measurement of the emf of thermoelement i versus thermoelement j, the emf difference is:
Note that we cannot determine the absolute emf or Seebeck coefficient of any thermoelement-we can only measure differences between the emf generated by each pair of thermoelements connected as a thermocouple. As a result, the parameters in Eq. 1 for the full set of tested thermoelements cannot be uniquely identified. There are nine thermoelements under study here with four free parameters each. However, for thermocouples made from twenty unique combinations of Pt67a with Pt67 thermoelements, the observable coefficients are a i -a j , b i -b j , c i -c j , and d i -d j for i=Z,A,B,C,D and j=E,F,G,H for a total of 80 fitting parameters. Since SRM 1967a will be certified as a sampled distribution, only average characteristics are of interest.
The data analysis included both sets of data taken in the SiC furnace as well as the data taken in the three-zone furnace. The SiC furnace runs used the thermoelement Pt67-7 ('Z') as the reference while the thermoelement Pt67-8 ('A') was used for the three-zone furnace data. The sources of the single-pair emf data are summarized in Table 1 showing which thermoelements were measured in each of the two furnaces and in which run. For the five Pt67 cuts and four Pt67a cuts, there are twenty possible unique pair combinations which may be formed as thermocouples. As shown in Table 1 , only eight of those combinations were directly measured in the experimental runs. However, by making simple subtractions of the Pt67a-Pt67 pair data in combination with other Pt67 pair data, all twenty possible combinations may be calculated. The basis for calculating these combinations is shown in Table 2 . There were a total of 166 Pt67a vs. Pt67 thermoelement pairs measured from the three experimental furnace runs at temperatures from 0 °C to 1070 °C. The distributions of these data for E ij (t) are shown in Figure 3 respectively. The aggregated distribution is skewed such that the overall mean is -0.02 µV and a median is -0.19 µV. The origin of the skew appears to be related to an obvious bifurcation between the three-zone furnace data and the SiC furnace data, with the former being predominately negative. Table 2 ) distributed as 32 occurrences over the three furnaces runs: Green three-zone; Blue SiC-1; Red SiC-2. The upper and lower bounds given by the dashed-dotted lines include approximately 95 % of the 166 total measurements over all temperatures.
The distribution for the low temperature data is shown in Figure 4 . All of the data falls well within the stated uncertainties. The data can be reduced by calculating averages of the differences for Pt67a thermoelements and Pt67 thermoelements from the reference wire, 'A' for the three-zone furnace data and 'Z' for the SiC furnace data. These two averages are then subtracted from each other for each furnace set to derive the difference between Pt67a and Pt67 group averages which are independent of the choice in reference wire. The resulting statistics are shown in Figure 5 for the three furnace runs shown as three distributions.
The negative values for the three-zone furnace data are again in contrast to the SiC furnace data. The emf differences are extrapolated to 1700 °C by fitting the data to quadratic functions of the form given by Eqn. 2. In order to evaluate a possible furnace-dependent effect, we cull the pair data from Figure  3 to eliminate all ambiguity in the choice of the Pt67 reference cut, leaving only cut #8, or wire 'A', which was present in all three furnace runs. The results of that culling are shown in Figure 6 . When viewed with respect to this particular Pt67 reference wire, there are no clear systematic differences between the SiC and three-zone furnace data. Simple quadratic fits are again used to extrapolate up to 1700 °C with no strongly divergent trends. It is also evident that for the most part the Pt67a thermoelements are negative with respect to wire A, (Pt67 cut #8). It is also useful to evaluate the self-consistency of the Pt67 thermoelement data by itself, independent of Pt67a. This is again done with respect to the common reference wire, cut #8 or 'A', as it is used in all the furnace runs. The results of these thermoelement pair combinations are shown in Figure 7 . In this case a marked difference is evident between the three-zone furnace data and the SiC furnace data. The observed emf values are considerably negative when measured in the SiC furnace, while the same combinations are only slightly negative when measured in the three-zone furnace. Furthermore, the dispersion of the SiC data is 4 to 5 times greater than what we observed in the three-zone furnace data. Based on the Pt67a data in Figure 6 , any instability of the reference wire A from run to run is <0.25 V ±0.25 V. The simplest explanation for the differences observed in the Pt67 distributions from the two furnaces is therefore thermoelectric changes in the Pt67 thermoelements B, C, and D between the time of the three-zone measurements and the later SiC measurements. However, since the SiC data are all negative with respect to the three-zone data, the physical origin of these changes must be associated with some lower relative degree of physical strain and or additional oxidation of certain impurities in these thermoelements. Given the limited amount of thermoelectric comparison data available for this certification, there are practical limits to the degree of equivalence that may be established. There are, however, several general features to the data that we observe:  The reference wire Pt67-8 ('A') is the most thermoelectrically positive of all wire samples tested.  Establishing the degree of thermoelectric equivalence between the two lots of wire is limited by the variability that we observe in our 5 samples of the original Pt67.  The observed variability in the samples of Pt67a, in contrast, is within reasonable limits of ± 0.25 V.  Differences between the three-zone furnace measurements and SiC furnace measurements are likely due to changes that occurred in several of the Pt67 test thermoelements during and or in-between the times which these tests occurred.
For a reference junction at 0 °C, the NIST certified equivalence between the thermoelectric voltages of Pt67a and Pt67 is stated as follows: where t is the temperature on the International Temperature Scale of 1990.
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Uncertainties
Because we measure only the difference in emf, many of the uncertainties typical for a comparison calibration of thermocouples are negligible. In particular, the uncertainty of the reference thermometer and the gain of the DMM may be neglected. Significant measurement errors may be caused by:
 stray thermal emf, due to inadequate correction of thermal emf offsets;  fluctuations in the DMM zero reading; and  changes in emf due to a combination of temperature gradients near the measuring junction, coupled with changes in Seebeck coefficient caused by the welding process. However, all of these effects are equally likely to affect either the SRM 1967 cuts or the SRM 1967a cuts. On average, there will be no net effect on the inferred emf difference between SRM 1967 and 1967a. There will be a possible increase in the variability from cut to cut, with a resulting increase in uncertainty. The uncertainty statement provided accounts for: For temperatures above 0 °C the spread of observed differences in emf between the two lots of material increases, roughly in proportion to the temperature expressed in °C. For the purposes of this discussion, we base all calculations on the observed deviations at or near 1060 °C. For any given temperature, the standard uncertainty for the lot variability of SRM 1967a, u L , is assumed to be the standard deviation of the emf values for the four cuts of SRM 1967a. This statistic was reasonably consistent between the three main furnace runs, 0.19 µV for the three-zone, 0.15 µV for the SiC-1 and 0.22 µV for the SiC-2 runs. The effective degrees of freedom for these three Pt67a data sets were 3, 1, and 1, respectively. Using these degrees of freedom as weights, we combine the three runs to yield an estimated Pt67a lot variability uncertainty of 0.16 µV.
The standard uncertainty for the variability of the SRM 1967 from its average value is also assumed to be the standard deviation of the emf values for the four cuts of SRM 1967 (those other than cut 7 or 'Z') with cut Z taken as a reference. In contrast to the observed distributions for Pt67a, this statistic for the Pt67 cuts was inconsistent between the three main furnace runs, 0.12 µV for the three-zone, 0.54 µV for the SiC-1 and 0.64 µV for the SiC-2 runs, again using values from 1060 °C. The effective degrees of freedom for these three Pt67 data sets were 3, 1, and 3, respectively. Again using these degrees of freedom as weights, we combine the three runs to yield an estimated lot variability uncertainty for our samples of Pt67 of 0.47 µV.
Additionally, a value of 40 nV is included to account for random and quasi-random measurement errors from noise and stray emfs in the measuring system. An estimate may then be calculated for the combined standard uncertainty in the measured difference between the samples of the two lots from the above calculated uncertainty components of 0.16 µV, 0.47 µV and 0.04 µV, yielding 0.50 µV estimated standard uncertainty and U 95 (1060 °C) =1.0 µV (k=2) expanded combined uncertainty at 1060 °C. The U 95 (t)  expanded combined uncertainties represent a confidence interval of approximately 95 %, or a coverage factor of k=2 [13] . The uncertainty bounds ±U 95 (t) have values of approximately ±1.48 µV at 1700 °C when assumed to increase linearly with the temperature t. Virtually all thermocouple alloys have an intrinsic inhomogeneity greater than these values, so the SRM 1967a lot is highly suitable as a reliable thermoelectric reference.
Use of SRM 1967a
As discussed in the Introduction, SRM 1967a provides a reliable thermoelectric reference from 223 °C (50 K) up to approximately 1700 °C.
The material should be electrically annealed, as described in section 2. The wire must be protected from chemical contamination and mechanical strain. At temperatures above approximately 300 °C, contamination may occur via vapor-phase transport of volatile oxides, metals, or other compounds. Sheathing the wire in high-purity alumina, avoiding exposure to metals, and operating in a non-reducing gas environment offers the best protection to the wire. Users are cautioned that at temperatures above 1300 °C, impurities may diffuse over time into the platinum from even the best alumina [14] , [1] . Once the wire has been contaminated, there is rarely any mechanism to remove the contamination.
References [15] and [16] provide guides to good thermocouple practice. The introductory sections on each thermocouple type in NIST Monograph 175 [3] provide additional information.
Typically, samples are tested with SRM 1967a as the negative leg of a thermocouple and the test sample as the positive leg. To correct the measured emf to the emf that would have been measured against the original SRM 1967 (Pt67), a correction would be applied as follows:
Test vs. Pt67 Test vs. Pt67a .
The NIST SRM 1967a certification for the value of E 67a67 is 0 to within the stated uncertainties for the Pt67a lot of reference wire, as stated in Eqn. 3, so no explicit correction is necessary. Some customers may still wish to establish a more specific correction based on specific wire to wire comparisons that they establish based on their own measurements. In such cases the correction would be stated according to the convention shown in Eqn. 4.
Resistance Ratio Measurements
The resistance ratio measurements described here are given for supplemental information purposes only and are not part of the certified results reported above. These results are provided for only one sample cut from the Pt67a spool, and are hence of no significance from the statistical sampling standpoint.
The trailing-end cut of the SRM 1967a spool was used for supplemental measurements of the resistance ratio. This sample, Cut #33 or 'Pt67a-33', was approximately 22.5 cm in length. The sample was electrically annealed using the same procedure (see section 2) as used for the 1 m thermoelectric test samples.
A four-bore alumina insulator was prepared for use with the sample. The insulator was cut to 5 cm in length, cleaned, dried, and baked at 900 °C before use. The wire was cut in half and each half re-formed into a single-bend parallel loop to fit the alumina insulator. The two halves were then threaded into the insulator and re-welded together at one end forming a complete four-loop parallel circuit conductor. At each of the two free ends, two additional small lengths of 0.25 mm diameter Pt wire were welded to serve as leads for the four-wire measurement. The completed resistor assembly is shown in Figure 5 .
The resistor assembly was placed in a quartz protection tube and repeatedly re-annealed in air using a single-zone furnace. The annealing time and temperature schedule was variable, as shown in Table 3 . In addition to the Pt67a-33 sample, two other resistor assemblies were fabricated in the same manner using two adjacent cuts (Cuts #12 and #13) from the original SRM 1967 spool. We identify these samples as 'Pt67-12' and 'Pt67-13' and the furnace annealing schedule used for these samples is also shown in Table 3 . All three resistor assemblies exhibited stable resistances of R(273.16 K)  0.1 . Figure 5 . A completed resistor assembly from a 22 cm length of wire and a four-bore alumina insulator.
Two separate series of resistance ratio measurements were performed on each of the three Pt samples. The first was a ratio of the resistance at the water triple point (WTP), T=273.16 K, to the resistance at the normal boiling point of liquid helium ( 4 He NBP),
This is usually referred to as the 'residual resistance ratio' [17] in the literature; however, for the high purity samples considered here, the resistance R(4.22 K) is actually ≈ 8 % to 10 % larger than the true residual resistance R(0 K). We use X RR as defined in Eqn. 6 in order to be consistent with other values reported in the literature. We neglect the ≈ 40×10 -6 difference between our WTP normalization and the more common ice-point normalization.
The second resistance ratio was derived from the gallium melting point (GaMP), T 90 =302.9146 K, and the WTP. This is an ITS-90 defining fixed point, but NIST Ga cells are actually constructed as triple points, so a 2 mK correction is applied [18] . The standard notation for this resistance ratio is given by
The ITS-90 reference function for Standard Platinum Resistance Thermometers (SPRTs) defines the reference value W r (GaMP)1.11813889.
For the X RR measurements, each resistor assembly was mounted in an aluminum heat sink at the bottom inside of a 12.7 mm sealed borosilicate glass tube. The glass tube was used for immersion within both the WTP cell and a liquid helium dewar allowing the samples to remain mechanically unperturbed during the cycling between temperatures. Prior to use in liquid helium, the tube was evacuated and flushed with helium gas to ≈ 101 kPa pressure. The internal pressure at 4.2 K was ≈ 1 kPa, which allowed a sufficient heat exchange to reduce self heating to negligible levels.
Measurements of W(GaMP) were accomplished using 7.5 mm diameter borosilicate adapter tubes similar to those used at NIST for SRM 1750 SPRTs [19] . Corrections were applied for the observed self-heating, the static pressure head of the Ga cell and the difference between triple point and melting point temperatures.
The resistance measurements were performed using an AC resistance bridge operating at 30 Hz and 90 Hz using a 1  reference resistor. Excitation currents were 20 mA and 28.3 mA at 273.16 K, 14.14 mA and 20 mA at the 302.91 K, and 50 mA and 70.7 mA at 4.2 K. A DC resistance measurement was also performed at 4.2 K in order to verify the quadratic nature of the observed frequency dependence. The observed resistances at 30 Hz were corrected by ≈ 0.2 % to 0.3 % to be consistent with DC resistance values. The relative standard uncertainty for X RR measurements is estimated at 0.1 %. The relative standard uncertainty in the W(GaMP) measurements was 1.410 -6 which was limited by statistical uncertainties resulting from random bridge noise and a relatively low signal level.
The results of the ratio measurements are summarized in Table 3 . The first furnace anneal of Pt67a-33 was at 700 °C for 1.25 h, followed by two subsequent anneals with a measurement of X RR following each annealing treatment as shown. The one GaMP ratio measurement followed the final furnace anneal at 800 °C. The low values observed for Pt67a-33 relative to those of the Pt67 samples is consistent with the higher impurity concentrations present in the SRM 1967a wire lot. Attempts to perform additional annealing on Pt67a-33 for extended time periods of time (e.g. ≳ 24 h) at temperatures under 500 °C had no effect on the subsequently measured value for X RR . The contemporary measurements of X RR for the two Pt67 samples are consistent with the archival values from Powell, et. al. [6] , allowing for the differences in the annealing temperatures. Assuming the Pt67 samples used by Powell, et. al. in 1973 and those used in this work were chemically equivalent, the data in comparison suggest that annealing at 700 °C for 30 minutes yields a physical state for the wire roughly equivalent to that produced by annealing at 600 °C for 60 min. If it is also assumed that the adjacent cuts, Pt67-12 and -13 were equivalent, longer annealing times continue to increase the observed X RR values above the range observed by Powell, et. al. In contrast, the much lower X RR values observed for Pt67a-33 after extensive annealing treatments are probably due to the influence of the relatively high iron impurity concentration (i.e. 1.6 g/g) in the Pt67a wire lot. The continued incremental improvement in the residual resistance with annealing suggests that some oxidation of the iron was taking place, in effect taking those impurities out of the Pt solid solution. 
where t is the temperature on the International Temperature Scale of 1990. The certified equivalence is for the emf produced by the samples of SRM 1967a relative to that of SRM 1967 and is uncertain within the bounds of the expanded uncertainty, ±U 95 (t). The uncertainties account for: the variability of the SRM 1967a batch from its average value; the variability of the SRM 1967 batch from its average value; and the reproducibility of the difference between the emfs of SRM 1967 and SRM 1967a [3, 4] Support aspects involved in the issuance of this SRM were coordinated through the NIST Measurement Services Division.
Gerald T. Fraser, Chief Sensor Science Division
Maintenance of SRM Certification: NIST will monitor this SRM over the period of its certification. If substantive technical changes occur that affect the certification before the expiration of this certificate, NIST will notify the purchaser. Registration (see attached sheet) will facilitate notification.
A NIST Special Publication describes the preparation, characterization, and use of SRM 1967a [3] .
WARNING TO USERS:
Electrical annealing of the platinum wire requires application of lethal voltages to the wire. Appropriate safeguards should be in place to prevent contact of personnel with lethal voltages.
INSTRUCTIONS FOR HANDLING, STORAGE, AND USE
Handling: The SRM 1967a samples consist of high-purity platinum wire. The sample should be handled wearing powder-free gloves. Avoid chemical contamination and kinks in the wire.
Storage: SRM 1967a wires, as received, should be kept in the original box and bag, and stored at temperatures less than 30 °C.
Use: Proper usage of this SRM requires careful annealing and handling. The recommended procedures are:
1. Clean with a wipe saturated with ethanol and air dry. 2. Suspend the wire in a clean, dust-free enclosure and connect to a current source. 3. Continuously increase the current until the wire is at a temperature of 1200 °C, as measured by a ratio or disappearing-filament pyrometer with emissivity set to 0.3 (see "Warning" above). 4. Maintain this temperature for 10 minutes. 5. Slowly decrease the current until the wire appears red in color and only slightly incandescent. 6. Maintain this temperature for 60 minutes and then slowly cool to room temperature. 7. Care should be taken at all times to avoid unnecessary mechanical stresses of the wire. 8. High-purity (nominally 99.7 % purity or higher) sintered alumina tubing is recommended for insulating and protecting the platinum wire during use at high temperatures. After assembling the wire in an insulating tube, re-anneal the assembly in a furnace for 60 minutes at 1100 °C followed by cooling to 450 °C. The assembly should be maintained at 450 °C for 12 hours or overnight and then cooled to room temperature.
Users are cautioned that at temperatures above 1300 °C, impurities may diffuse over time into the platinum from even the best alumina. Once the wire has been contaminated at high temperature, there is rarely any mechanism to remove the contamination.
PREPARATION AND ANALYSIS
The wire used for SRM 1967a consisted of 32 m of 0.51 mm diameter platinum wire, obtained from a commercial vendor on a single spool. The SRM was prepared by cuts of the stock into 1 m lengths of wire. Each cut was packaged in a polyethylene bag. Four cuts of SRM 1967a, evenly spaced through the lot, were used as test samples. From a spool of the original stock for SRM 1967, four 1 m long cuts were used as reference samples. Each wire was electrically annealed by the procedure described in "Instructions for Handling, Storage, and Use".
Single-bore alumina insulators of nominal 99.7 % purity (mass fraction) were used to hold and insulate the platinum wires. Lengths of copper wire, all from the same spool, were soldered on to form reference junctions. Finally, all eight of the test and reference samples were welded together with a hydrogen torch to form a common measuring junction.
The emf generated by various combinations of the eight platinum wires were measured at 196 °C, 90 °C, ambient temperature, 200 °C, 450 °C, 700 °C, 900 °C, and 1100 °C. A total of 166 emf comparison measurements were made over this range of temperature. Through statistical analysis of the data, we obtained measures of the thermoelectric homogeneity of the two lots of platinum wire and of the average emf of SRM 1967a relative to SRM 1967.
HOMOGENEITY
During the certification process, material homogeneity was assessed by statistical analysis of the thermoelectric comparison data. The stated uncertainties include components for the homogeneity of both SRM 1967 and SRM 1967a. Analysis and details are reported in ref. [3] . NIST performed thermoelectric homogeneity testing and measurements of thermoelectric voltage relative to SRM 1967 over the temperature range 196 °C to +1100 °C.
Appendix II. Chemical analysis
Two un-annealed samples, one of SRM 1967a and one of SRM 1967, were analyzed for chemical impurities by a commercial testing laboratory, using glow-discharge mass spectrometry. These measurements do not have claimed traceability to NIST, and the values are not certified. Nonetheless, the measurements provide useful insight into the impurities found in both lots of platinum. the chemical composition of the wire may change upon annealing. Given these limitations, a safe deduction from the data is that both lots of platinum have a chemical purity of approximately 99.999 % by weight, and the thermoelectric emf at 1200 °C for the two lots should agree to within approximately 3 µV. 
